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Electrical  Machinery 

Abstract  approved: 

The  objective  of  this  thesis  is  to  develop  criteria  for  a data 
acquisition  system  for  electrical  machinery  capable  of  sampling  a 
signal  every  0.2  msec  with  a desired  accuracy  cf  C.IS.  The  system  to 
be  measured  includes  both  AC  and  DC  voltage  ard  current  signals  frcm 
several  points.  The  main  item  of  installed  equipment  from  which 
measurements  were  taken  for  test  purposes  was  a motor-gensratcr  (MG') 
set  and  an  exciter  which  are  located  in  the  pcv<er  laboratory  in  the 
basement  cf  Dearborn  Hall.  A Texas  Instruments  960A  computer  complete 
with  an  analog  to  digital  conversion  system  (mul tiplexer,  A/D  converter, 
and  samp'ic  and  hold  amplifier)  was  available  for  use. 

The  criteria  are  developed  from  an  analysis  of  th?  environment, 
the  installed  equipment  and  several  possible  circuits  for  the 
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measurement  system.  Machinery  coupling  capacitances  and  leakage 
resistances  are  discussed  as  are  the  noise  voltages,  unbalances,  and 
voltage  transients  resulting  from  them.  The  magnetic  noise  pickup  in 
the  signal  loops  was  investigated  to  determine  its  effect  on  the 
signal  transmission.  The  exciter  frequencies  (inherent)  are  analyzed 
and  their  effect  on  the  accuracy  of  the  system  discussed. 

Noise  minimization  circuit  principles  are  discussed  briefly  as 
are  several  fabricated  instrumentation  amplifier  circuits.  The 
fabricated  instrumentation  amplifier  circuits  are  tested  for  common 
mode  rejection  and  the  results  tabulated.  A typical  manufactured 
instrumentation  amplifier  is  also  tested  for  comparison. 

A data  acquisition  system  for  both  the  DC  and  AC  circuits  of  the 
AC  generator  is  recommended  and  discussed.  The  results  of  tests 
utilizing  the  DC  circuit  are  discussed. 

General  specifications  for  the  components  of  the  recommended 
circuits  are  developed.  These  are  general  guidelines  for  the  acquisi- 
tion of  the  component  parts  of  the  measurement  system. 
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INSTRUMENTATION  SYSTEM  FOR  HIGH  SPEED  DATA 
SAMPLING  OF  ELECTRICAL  MACHINERY 

INTRODUCTION 


One  of  the  basic  tools  used  in  industrial  development  is  modeling. 
If  a system  or  process  can  be  modeled,  then  changes  to  the  system  or 
factors  affecting  the  system  can  be  observed  from  the  model.  The  use 
of  models  for  this  investigation  is  much  less  e.''pt:nsive  than  tests 
which  utilize  the  actual  process  or  equipment.  Even  though  models  do 
provide  a cost  savings,  industry  still  demands  a "minimal  cost, 
maximum  accuracy"  model . 

Computer  models  of  AC  generators  have  been  developed,  but  they 
are  cumbersome,  complicated,  and  lengthy.  Reducing  the  complexity 
while  retaining  sufficient  accuracy  would  reduce  the  cost  of  the 
model,  thereby  reducing  the  test  and  development  costs.  High  speed 
data  sampling  of  an  AC  generation  system  is  required  to  investigate 
the  possibility  of  modifying  the  model,  and,  to  detemine  the  accuracy 
limits  of  the  revised  model.  Verification  of  the  revised  model  will 
require  measurements  from  several  points  in  the  electrical  system  as 
nearly  simultaneously  as  possible  and  at  short  intervals. 

The  objective  of  this  paper  is  to  develop  criteria  for  an 
instrumentation  system  capable  of  acquiring  the  data  necessary  for 
the  modification  of  the  computer  model. 

Development  of  the  criteria  involves  analyzing  the  environment. 


the  available  major  items  of  equipment  (installed  and  moveable),  the 
variables  of  the  model,  and  the  acquisition  and  processing  of  quality 
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analog  signals  of  these  model  variables. 

The  main  items  of  installed  equipment  froni  which  measurements 
were  to  be  taken  are  an  KG  set  and  an  exciter  which  are  located  in 
the  power  laboratory.  the  basement  of  Dearborn  Hall.  The  MG  set 
consists  of  a synchronous  motor,  a DC  generator,  and  an  AC  cjeneratcr. 


The  exciter  consists  of  an  induction  motor  and  a DC  generator.  The 
ratings  of  this  equipment  are  listed  in  Table  I.  \ 


TABLE  I.  RATINGS  OF  COMPONENTS  OF  MG  SET  AND  EXCITER 


Ratings 

Output 

Current  (A) 

Voltage  (V) 

MG  set 
syn.  motor 

125  HP 

31.5 

2200 

AC  gen. 

37.5  KVA 

99/171 

220/127 

DC  gen. 

50  KW 

200 

250 

Exciter 
ind.  motor 

7.5  HP 

20/10 

220/440 

DC  gen. 

5 KU 

1 -- 

40 

125 

Several  variables  in  the  AC  generation  system  require  measurement. 
Among  these  are:  the  DC  voltage  and  current  at  the  field  terminals  of 
the  AC  generator,  the  AC  voltage  and  current  of  each  phase  (three 
phase  system),  and  the  angular  velocity  and  acceleration  of  the 
exciter  and  the  MG  set.  As  part  of  the  model  testing,  variable  fre- 
quency signals  will  be  applied  to  the  system.  Previous  work  has 
indicated  that  the  maximum  frequency  of  interest  in  the  DC  system  is 
approximately  20  Hz.  The  normal  frequency  of  the  AC  system  is  60  Hz. 
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High  speed  data  sampling  requires  the  acquisition  of  analog 
signals  and  automated  digital  conversion  of  those  signals.  A Texas 
Instruments  model  960A  computer  is  available  to  process  the  signals 
obtained.  The  computer  contains  an  analog-to-digital  conversion 
system  (multiplexer,  12  bit  A/D  converter,  and  sample  and  hold  ampli- 
fier) which  requires  the  input  signal  to  be  scaled  to  plus  or  minus 
ten  volts  maximum  and  which  is  capable  of  processing  a signal  approxi- 
mately every  25  microseconds. 

An  error  of  no  more  than  one  part  in  1000  is  desired.  Since  the 
sample  and  hold  amplifier  tracks  the  signal  and  relays  an  instantaneous 
signal  level  to  the  computer  for  conversion,  the  signal  presented  to 
the  sample  and  hold  amplifier  must  be  as  noise  free  as  practicable  to 
insure  accurate  digital  data. 

This  paper  deals  primarily  with  the  establishment  of  criteria 
for  presentation  of  a quality  signal  to  the  sample  and  hold  amplifier 
through  the  multiplexer.  The  purpose  is  not  to  construct  the  final 
system,  but  rather  to  test  those  elements  which  are  available  to  deter- 
mine their  effectiveness  for  possible  use  in  the  final  system. 
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THE  INSTRUMENTATION  SYSTEM— A GENERAL  LOOK 

A primary  consideration  in  development  of  the  instrumentation 
system  is  that  it  be  capable  of  acquiring  voltages  and  currents 
present  at  the  pickup  point  and  of  delivering  a signal  acceptable  to 
the  computer  for  processing.  Connections  required  for  proper  opera- 
tion of  the  generation  system  and  the  computer  must  also  be  corsidered. 
Figure  1 is  a general  diagram  showing  the  major  equipment  available, 
including  required  connections. 

A number  of  transformers,  current  shunts,  and  voltage  divioer 
networks  are  shown.  The  presence  of  the  current  and  potential  trans- 
formers tends  to  suppress  noise  coupling  into  the  signal  channels  for 
measurements  from  the  AC  lines.  The  DC  signal  acquisition  as  shown 
is  direct,  however,  with  no  such  isolation.  Thus,  the  DC  circuit 
appears  to  contain  the  more  difficult  data  acquisition  problems. 

A number  of  amplifiers  and  other  active  devices  are  shown  in 
Figure  1.  The  current  shunts  available  were  rated  at  50  mV  output 
signal,  which  requires  amplification  of  the  signal  by  a factor  of 
200  to  obtain  a full  scale  signal  of  plus  or  minus  ten  volts. 
Operational  amplifiers  in  general  can  be  operated  in  either  the 
differential  mode  (neither  input  terminal  connected  to  common)  or  in 
the  single-ended  mode  (one  input  terminal  connected  to  common).  If 
an  amplifier  is  operated  in  the  differential  mode,  precautions  must 
be  taken  to  insure  that  the  common  mode  voltage  (the  voltage  reference 
that  is  common  to  both  amplifier  terminals)  does  not  exceed  the 
absolute  value  of  the  power  supply  voltage  at  the  amplifier  or 
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perhaps  less,  depending  on  the  amplifier.  Common  mode  voltages 
exceeding  the  limits  specified  for  each  amplifier  will  almost  certainly 
destroy  the  amplifier.  If  the  amplifiers  are  operated  single-ended, 
precautions  must  be  taken  to  insure  that  the  input  signal  voltage 
does  not  exceed  the  supply  voltage,  because  such  voltages  will  result 
in  incorrect  output  voltage  readings  and  will  probably  damage  the 
amplifier. 

Note  that  the  computer  ground  is  connected  to  experimental  ground 
in  Figure  1.  This  is  required  to  insure  proper  operation  and  to  insure 
that  stray  voltage  signals  do  not  accidently  cause  faulty  logic  in  the 
computer.  If  the  amplifiers  connected  to  the  DC  signal  are  operated 
in  the  differential  mode,  the  comnon  mode  voltage  on  them  will  depend 
on  where  the  experimental  ground  (common)  line  is  connected  into  the 
DC  circuit.  The  multiple  possibilities  for  connection  of  the  experi- 
mental ground  (common)  line  require  examination.  Primary  considera- 
tions are  that  amplifier  common  mode  voltage  limitations  should  not 
be  exceeded  and  that  ground  loops  which  introduce  circulating  currents 
and  undesireable  voltages  should  be  avoided.  The  problem  of  ground 
loops  becomes  more  complex  when  it  is  observed  that  Figure  1 contains 
several  amplifiers,  several  filters,  and  several  power  supplies,  each 
of  which  requires  a common  connection  to  experimental  ground. 

A first  consideration  of  the  measurement  points  of  the  DC  circuit 
might  indicate  that  a single  amplifier  operating  in  the  single-ended 
mode  is  adequate  as  suggested  in  Figure  2a.  This  assumes  that  the 
amplifier  inputs  can  be  physically  located  at  the  current  shunt 
terminals.  However,  this  is  not  possible  and  the  amplifier  will  be 
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located  some  distance  from  the  shunt.  Lead  lengths  and  dress  may 
cause  unbalance  to  the  amplifier,  which  has  a very  high  input 
impedance.  In  addition,  not  all  available  operational  amplifiers 
have  a well  defined  common  with  respect  to  their  input  terminals. 

For  these  reasons,  a single-ended  amplifier  may  be  unsatisfactory. 

The  voltage  across  the  AC  generator  field  terminals  is  a high 
level  signal  and  should  only  require  a voltage  divider  as  shown  in 
Figure  2a.  The  voltage  divider  can  be  located  at  either  the  current 
shunt  or  the  computer.  The  noise  voltage  picked  up  in  the  circuit 
will  be  about  the  same  in  both  cases.  If  the  voltage  divider  is 
located  at  the  current  shunt,  the  DC  voltage  signal  will  be  reduced 
prior  to  the  addition  of  the  noise  voltage  signal.  If  the  voltage 
divider  is  located  at  the  computer,  the  noise  voltage  as  well  as  the 
DC  signal  voltage  should  be  reduced  by  the  same  ratio.  Consequently, 
locating  the  voltage  divider  at  the  computer  should  provide  the 
highest  signal  to  noise  ratio.  However,  with  this  particular  circuit 
layout,  the  common  signal  line  of  the  voltage  and  current  measurement 
circuit  could  provide  another  source  of  error  resulting  from  the  inter- 
action of  the  voltage  and  current  signals  on  that  line. 

If  lead  dress  and  circuit  layout  problems  do  introduce  appreciable 
noise  voltage,  then  the  use  of  an  amplifier  in  the  differential  mode 
with  an  explicit  amplifier  common  will  need  to  be  considered  as  shown 
in  Figure  2b.  Accurate  operation  of  the  amplifier  in  this  mode  is 
dependent  on  the  stray  voltage  signals  being  balanced  with  respect  to 
common  at  the  two  amplifier  inputs  for  all  frequencies.  If  unwanted 


Figure  2.  Possible  circuits  for  the  DC  current  and  voltage  measure- 
ment of  the  AC  generator  field. 
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Figure  2.  Possible  circuits  for  the  DC  current  and  voltage  measure- 
ment of  the  AC  generator  field. 
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voltage  signals  are  not  balanced,  the  difference  of  the  unwanted 
voltage  signals  present  at  the  input  terminals  of  the  amplifier  will 
be  amplified  by  the  gain  of  the  amplifier.  Inserting  a pair  of 
balanced  relatively  low  valued  resistors,  Y-j  and  Y2  (Y-j  = Y^)  , 
will  balance  the  stray  voltage  signals  at  the  amplifier  inputs  for 
good  common  mode  rejection  (CMR),  but  they  can  also  introduce  a low 
impedance  ground  loop.  To  reduce  the  ground  loop  currents,  the 
experimental  ground  point  can  be  moved  from  to  C2  to  introduce  the 
high  impedance  of  the  voltage  divider  into  the  ground  loop.  But  now, 
close  examination  of  Figure  2b  as  modified  shov/s  that  resistors  Y^ 
and  Y2  are  in  parallel  with  resistor  X,  which  upsets  the  dividing 
ratio  of  the  voltage  divider.  In  addition,  the  DC  common  mode  voltage 
level  has  been  raised  by  moving  the  experimental  ground  to  the  center 
tap,  which  limits  the  sizes  of  Y^  Y2,  and  X. 

The  use  of  two  differential  amplifiers  as  shown  in  Figure  2c 
is  a reasonable  solution  to  the  DC  measurement  problem.  Since  the 
amplifier  for  the  DC  voltage  measurement  will  be  operated  at  unity  gain, 
lead  dress  will  be  much  less  of  a problem.  However,  conmon  mode 
voltages  and  noise  levels  must  be  carefully  examined  to  insure  that 
amplifier  tolerance  limits  are  not  exceeded  and  that  processed  signal 
accuracies  are  known. 

The  AC  circuit  does  not  contain  the  experimental  ground  connection 
problems  that  were  present  in  the  DC  circuit  because  of  the  isolation 
provided  by  the  instrument  transformers.  The  potential  transformers 
can  be  connected  with  a common  bus  running  to  the  computer  or  with 


10 


individual  lines  connected  at  the  computer.  If  a common  bus  is  used, 
interaction  of  the  voltage  signals  on  the  common  bus  line  will  intro- 
duce additional  noise  signals.  Either  alternative,  coRimon  bus  or 
individual  common  lines,  is  practicable  in  this  case.  Figure  3 shows 
a possible  method  of  connecting  one  phase  of  the  three  phase  instru- 
mentation system.  The  voltage  divider  is  shown  located  at  the  computer 
for  the  reasons  indicated  previously.  The  AC  current  shunt  is  shown 
connected  to  an  amplifier  used  in  the  differential  mode  with  an 
explicit  common,  on  the  assumption  that  truly  single-ended,  integrated- 
circuit  amplifiers  are  not  readily  available. 

Investigation  of  the  available  current  and  potential  transfonr.e»'s, 
using  the  connections  shown  in  Appendix  VI,  showed  the  capacitive 
coupling  values  between  the  transformer  coils  as  given  in  Table  II. 

The  capacitance  was  measured  at  a frequency  of  1000  Hz.  The  equivalent 
impedance  of  the  capacitances  at  60  Hz  are  included  in  the  table. 
Equivalent  circuits  for  the  capacitances  are  included  in  Figure  3. 


MG  Set  Location  Computer  Location 


Figure  3.  Possible  circuit  for  measurement  of  the  AC  voltage  and 
current . 
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TABLE  II.  COUPLING  CAPACITANCE  OF  CURRENT  AND  POTENTIAL  TRANSFORMERS 
WITH  EQUIVALENT  IMPEDANCE  OF  THE  CAPACITANCE  AT  60  HZ. 
MEASUREMENTS  MADE  AT  1000  HZ. 


Transformer 

r 

Capacitance 

Equiv.  Impedance 

Current 

109  pF 

2400  KQ 

Potential 
(240V/ 120V) 

400  pF 

640  m 

Potential 
(480V/ 120V) 

179  pF 

1500  Mfi 
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THE  ENVIRONMENT  AND  THE  INSTALLATION 

Introduction 

A detailed  investigation  of  the  environment  and  the  installation 
is  required  to  determine  which  of  the  previously  discussed  alternatives 
should  be  utilized.  Construction  of  Dearborn  Hall  and  installation  of 
the  MG  set  was  completed  in  1949.  AC  and  DC  lines  (many  of  the  AC 
lines  are  control  lines  and  consequently  are  always  energized)  were 
run  in  the  same  conduit  and  bundles,  resulting  in  considerable 
capacitively-coupled,  60  Hz  noise  voltage  appearing  in  the  DC  circuits. 
There  is  t,uite  a distance  between  the  MG  set,  the  exciter,  the  start- 
ing circuitry,  and  the  control  panel.  Each  has  several  interconnections 
with  the  other  elements,  and  each  has  many  feet  of  cable  on  the  same 
cable  rack  as  the  others  (none  of  which  is  shielded)--these  are  ideal 
conditions  for  noise  voltages. 

It  was  noted  in  the  previous  section  that  the  DC  portion  of  the 
instrumentation  system  was  anticipated  to  be  more  difficult  to 
implement  than  the  AC  portion,  largely  as  a result  of  the  isolation 
provided  the  AC  circuits  by  the  instrument  transformers.  For  this 
reason  much  of  the  investigation  focused  on  the  DC  circuit.  Figure  4 
is  a simplified  schematic  of  the  AC  generator  and  exciter  showing 
the  DC  measurement  points  for  future  reference. 

A composite  schematic  of  coupling  capacitances  and  leakage 
resistances  is  presented  in  Figure  5.  The  ground  plane  represents 
experimental  ground,  to  which  the  machine  housings  are  connected. 
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Capacitors  C^,  C2,  Cg,  and  C,g  are  actually  from  the  windings  to  the 
rotor  body  which,  in  turn  is  resistively  and  capacitively  coupled 
through  a thin  oil  film  on  the  bearings  to  the  housing  (experimental 
ground).  The  resistors  depicted  are  current  leakage  paths  through 
various  insulating  media  to  the  ground  plane.  Conduit  ground  is  shown 
separated  from  experimental  ground  by  some  ill-defined  impedance.  The 
building  was  originally  constructed  with  a two-wire  convenience  system 
and  was  later  modified  to  a three-wire,  conduit-ground  convenience 
system.  Diagrams  of  the  installation  do  not  show  how  the  experimental 
ground  is  designed  or  what  is  connected  into  it.  As  a result,  it  is 
extremely  unlikely  that  the  conduit  ground  is  at  the  same  potential 
as  experimental  ground. 

Environmental  Noise 

(a)  60  Hz  noise 

Large  60  Hz  voltages  were  measured  from  points  A and  B of  Figure  4 
to  experimental  ground.  These  voltages  result  primarily  from  the 
bundling  of  the  AC  control  lines  with  the  DC  lines.  Figure  6 is  a 
multiple  exposure  photograph  of  the  60  Hz  voltages.  With  the  switch 
closed  (see  Figure  4)  a signal  of  approximately  12  volts  peak  to  peak 
is  measured.  The  circuit  of  Figure  7 (with  the  x capacitor  removed) 
was  used  for  the  measurement.  The  impedance  of  47  pF  at  60  Hz  is 
58  Mn  . In  parallel  with  1 resistance  this  results  in  an  equivalent 
impedance  of  essentially  1 Mfi  resistance  as  calculated  below. 


Circuit  instruments 


Figure  5.  Composite  schematic  of  coupling  capacitances  and  leakage  resistances. 
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5 msec/div 


Figure  6.  Photograph  of  60  Hz  capacitively  coupled  voltages  measured 
from  the  switch  connecting  the  exciter  and  the  field  of  the 
AC  generator  to  experimental  ground,  (a)  is  the  exciter 
portion  of  the  circuit  with  the  switch  open,  (b)  is  AC 
generator  field  portion  of  the  circuit  with  the  switch  open, 
(c)  is  the  complete  circuit  with  the  switch  closed. 
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A times  ten  probe  was  used  with  the  oscilloscope  to  determine  if 
the  oscilloscope  was  presenting  basically  an  open  circuit  to  the 
circuit  being  investigated.  If  such  were  the  case,  a larger  impedance, 
as  in  the  times  ten  probe,  should  yield  the  same  magnitude  signal.  If 
any  loading  of  the  circuit  from  the  oscilloscope  is  occurring  using 
the  times  one  probe,  a signal  of  larger  magnitude  will  be  observed  with 
the  times  ten  probe.  Since  the  same  magnitude  of  voltage  was  observed 
with  both  probes  in  the  exciter  portion  of  the  circuit,  and  with  the 
switch  closed,  there  is  minimal  loading  with  the  times  one  probe.  The 
oscilloscope  appears  to  be  an  open  circuit  to  the  circuit  under 
investigation. 

To  determine  the  relative  magnitude  of  the  capacitive  coupling,  a 
series  of  capacitors  was  shunted  across  the  oscilloscope  as  noted  in 
Figure  7.  The  results  are  tabulated  and  plotted  in  Figure  8.  The 
equivalent  circuit  can  be  diagranmed  as  shown  in  Figure  9.  The  general 
formula  is: 
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c. 


Note:  ^2-^  means  CRO  not  connected  to  conduit  ground,  but  is  floating. 

Figure  7.  a.  Circuit  for  detennination  of  relative  magnitude  of 
capacitive  coupling;  b,  c.  Equivalent  circuits. 
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Figure  8,  Plot  of  60  Hz  noise  voltage  measured  versus  value  of  capacitance  shunted  across  the 
oscilloscope. 
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From  the  results  using  the  .05  uF  capacitor,  = 4.2V,  = 13V, 

and  is  calculated  as  .0269  uF.  Checking  at  .01  uF"  capacitance, 
is  calculated  as  .0242  uF  which  is  within  the  measurement  limitations 
of  the  system  used.  Therefore,  the  distributed  capacitance  is 
approximately  .025  uF. 

(b)  Magnetic  Loop  Noise. 

The  circuit  of  Figure  10  was  used  to  investigate  typical  magnetic 
pickup.  The  wire  lengths  and  runs  are  shown  in  Appendix  III.  As 
depicted  in  Table  III,  the  shortest  length  of  cable  run  exhibited  four 
millivolts  peak  to  peak  noise  pickup.  Since  a 50  millivolt  shunt 
has  been  considered  for  current  measurement,  4 mV  of  pickup  requires 
that  the  signal  be  amplified  as  soon  as  it  is  acquired,  and  also 
eliminates  the  possibility  of  running  low  level  (mV)  signals  to  the 
computer  for  accurate  processing. 


Figure  9.  Equivalent  circuit  of  shunted  capactior,  the  coupling 
capacitance  and  the  noise  voltage  source. 
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TABLE  III.  RESULTS  OF  MAGNETIC  PICKUP  INVESTIGATION 


cable  length 

type 

configuration 

pickup 

A-135  feet 

twisted  pair 
cotton  covered 

strung  out 
full  length 

22  mV 

B-135  feet 

same 

one  large 
loop 

15  mV 

C-  20  feet 

same 

strung  full 
length 

4 mV 

(c)  Switching  Transients. 

Voltage  transients  were  measured  between  A or  B and  experimental 
ground  when  the  switch  (see  Figure  4)  was  opened  or  closed.  These 
voltage  spikes,  measured  with  the  aid  of  a storage  oscilloscope, 
were  in  excess  of  50  V when  the  exciter  was  operating  near  125  V. 

These  spikes  are  the  result  of  the  capacitors  of  Figure  5 charging  and 
discharging  as  the  switch  is  opened  or  closed.  They  appear  as  a 
common  mode  voltage  at  the  DC  current  shunt.  This  can  seriously  damage 
or  destroy  any  semiconductor  devices  used  to  process  this  signal. 

The  transients  can  be  reduced  to  a low  level  by  placing  a large 
capacitor  in  parallel  with  a resistor  from  one  side  of  the  switch  to 
experimental  ground  (a  .24  uF,  600V  capacitor  and  a 270  Kfl  resistor 
gave  4V).  These  transients  can  be  avoided  by  using  proper  operating 
techniques  which  require  that  the  switch  be  opened  and  closed  only 
when  the  voltage  is  removed  from  the  exciter.  However,  in  an  attempt 
to  reduce  stray  voltage  spikes,  the  resistor  and  capacitor  were  left 
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connected;  since  the  field  circuit  remained  basically  undisturbed  by 
the  connection. 

(d)  Distributed  Capacitance  and  Resistance. 

The  results  of  the  previous  section  substantiate  the  idea  that 
distributed  capacitance  and  resistance  similar  to  that  depicted  in 
Figure  5 is  present.  A logical  question  to  consider  is  whether  or  not 
the  capacitance  and  resistance  are  balanced  (symmetrical)  on  each  line 
to  ground.  If  they  are,  the  DC  voltage  from  each  side  of  the  switch 
(A  and  B of  Figure  4)  to  experimental  ground  should  be  identical.  For 
these  tests,  the  exciter  was  operated  at  111  volts  as  indicated  by 
the  installed  voltmeter  (exact  accuracy  of  meter  unknown  but  a 
representative  reading  can  certainly  be  obtained).  An  Electrostatic 
Voltmeter  was  used  for  the  measurement.  The  instrument  showed  75  V on 
one  side  and  36  V on  the  other  with  the  switch  open.  With  the  switch 
closed,  the  instrument  indicated  70  V on  one  side  and  41  V on  the  other. 
The  readings  obtained  indicated  that  the  resistances  in  Figure  5 are 
not  syrrmetrical . 

Machine  Related  Noise 

The  output  of  the  exciter  while  running  was  observed  on  the 
oscilloscope  in  an  attempt  to  identify  typical  frequencies  and  levels  of 
noise  produced.  It  produced  a high  level  of  noise  as  shown  in  Figure 
11.  The  photograph  was  taken  with  the  oscilloscope  connected  between 
A and  B (see  Figure  4).  The  magnitude  of  the  signal  (10  V p-p)  clearly 
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b — 


Figure  11 


a.  2 msec/div 

b.  5 msec/div 


Photograph  of  exciter  output  measured  from  A to  B of 
Figure  4 with  the  switch  open. 


5 V/div 
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indicates  that  it  must  be  eliminated  or  at  least  drastically  reduced  to 
allow  the  acquisition  of  an  accurate  signal  for  the  computer. 

The  output  of  the  exciter  was  investigated  in  more  detail  to  deter- 
mine which  frequencies  were  present  by  using  a General  Radio  Co.  tuned 
amplifier  and  null  detector.  This  was  done  with  the  exciter  under 
various  loads.  The  primary  purpose  was  to  determine  if  signal  fre- 
quencies were  present  In  the  range  of  interest  (DC  to  approximately  20 
Hz).  Frequencies  much  higher  than  the  frequency  of  interest  can  be 
effectively  blocked  by  the  filter,  but  those  close  to  or  below  the 
corner  or  cutoff  frequency  of  the  filter  will  pass  through  the  filter 
basically  unaltered.  The  instrument  was  not  capable  of  measuring  fre- 
quencies below  20  Hz.  Observation  indicated  a low  frequency  signal  (10 
Hz  or  less),  but  the  amplitude  was  negligible  compared  to  those  of  20 
Hz  or  greater.  The  frequencies  found  are  tabulated  in  Appendix  IV.  A 
very  strong  frequency  of  approximately  955  Hz  (frequency  varied  slightly 
with  exciter  loading)  was  noted,  but  it  is  far  enough  removed  from  20 
Hz  to  be  effectively  filtered.  The  frequency  is  suspected  to  be  tooth 
ripple  from  the  exciter.  Strong  frequencies  of  approximately  30  and  60 
Hz  were  also  noted.  Since  these  signals  are  so  close  to  the  corner 
frequency  that  they  cannot  be  effectively  filtered,  they  will  certainly 
degrade  the  quality  of  the  DC  signals  presented  to  the  computer.  Either 
this  error  must  be  accepted  or  a machine  which  develops  no  internal  low 
frequencies  must  be  located  and  installed. 

Subsequent  measurements  from  A and  B to  experimental  ground  (see 
Figure  4)  are  recorded  in  the  photographs  of  Figure  12.  This  is  of 
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interest  since  the  measurement  of  Figure  11  was  taken  across  the  switch 
(A  to  B)  rather  than  from  one  side  of  the  switch  to  experimental  ground. 
Neglecting  distributed  capacitance,  there  should  be  no  tooth  ripple 
signal  observed.  The  presence  of  a signal  is  explained,  however,  by  the 
presence  of  coupling  capacitance  as  noted  in  Figure  13.  The  tooth  ripple 
is  riding  on  top  of  the  60  Hz  capacitively  coupled  wave. 
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INSTRUMENTATION  Af^PLIFIERS 


General 

With  a fixed  installation,  there  can  be  a problem  of  inaccessible 
wiring.  The  circuit  schematic  may  be  available  to  diagram  connections 
on  paper,  but  the  actual  circuit  may  be  located  under  the  floor,  in 
conduits,  heavily  bundled  with  other  wires,  etc.  The  installation 
usually  cannot  be  altered  in  any  permanent  manner  without  considerable 
cost,  document  changing,  and  approval  gathering.  With  these  restric- 
tions a reality,  the  DC  ammeter  of  the  AC  generator  field  was  chosen  as 
a signal  pickup  point  for  initial  testing  of  components  and  arrange- 
ments of  components  since  connection  to  the  ammeter  was  relatively 
easy. 

Use  of  the  50  mV  shunts  necessitates  the  amplification  of  the 

f 

signal  for  the  computer  use.  Since  there  are  many  shunts  requiring 
signal  amplification,  this  section  will  be  devoted  to  amplification 
systems.  The  previous  section  has  indicated  that  the  signal  environ- 
ment is  one  of  high  magnetic  and  electric  noise  levels  and  coimion  mode 
voltages.  Thus,  common  mode  rejection  and  noise  immunity  become  prime 
considerations  for  the  amplification  systems. 

From  preliminary  discussion  and  reading,  and  from  tests  run,  a 
circuit  such  as  Figure  14  appeared  desirable  for  the  following  reasons: 
(1)  boosting  the  signal  inmediately  after  pickup  would  reduce  the 
effect  of  the  noise  picked  up  in  the  transmission  line  on  the  final 
signal,  and  common  nnie  voltages  would  be  larqe'lv  '•ejected;  (2)  running 
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a twisted  pair  of  leads  (or  pairs  if  needed)  would  minimize  magnetic 
loop  noise  pickup;  (3)  the  shielding  (while  only  relatively  effective 
unless  solid  and  double  layered)  would  help  reduce  electric  noise  pick- 
up; (4)  the  buffer  placed  prior  to  the  filter  would  provide  a low 
loop  impedance  to  also  help  minimize  noise  pickup;  (5)  the  filter 
placed  immediately  prior  to  the  multiplexer  should  reduce  if  not  elimi- 
nate noise  of  a higher  frequency  than  that  of  interest;  (6)  loading 
the  line  imnediately  after  the  filter  should  provide  a stable  signal 
for  the  sample  and  hold  amplifier. 


Shunt  Amplification  Buffer  Filter  Mpx  S/H 


Pickup  point  Linking  two  sites  Processing  Site 


Figure  14.  Block  diagram  of  a desirable  system  to  provide  a quality 
signal  to  the  sample  and  hold  amplifier. 

Since  there  are  multiple  signals  of  higher  frequency  than  that  of 
interest  and  since  they  are  of  considerable  magnitude,  the  decision  was 
made  to  purchase  a variable  cutoff,  active  filter.  Inherent  problems 
with  precision  component  matching  as  well  as  stray  capacitances  and  leak- 
ages made  the  fabrication  of  a variable  filter  with  specifications  that 
‘ matched  the  commercially  available  models  economically  impossible.  A 
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Datel  Systems,  Inc.  active  resistor-tuned  four  pole  Butterworth  filter 
was  chosen.  The  specifications  and  connections  for  the  filter  are  in 
Appendix  II. 

Instrumentation  Amplifiers  (Fabricated) 

(a)  General. 

A differential  input,  differential  output  amplification  system 
must  be  utilized  in  order  to  run  a pair  of  twisted  signal  leads.  The 
system  outlined  for  this  purpose  in  most  reference  books  is  that  of 
Figure  15a.  When  this  is  combined  with  a buffer  amplifier  as  in  Figure 
15b,  the  system  is  referred  to  as  an  instrumentation  amplifier.  The 
common  mode  rejection  (CMR)  of  such  a system  is  dependent  on  the  close 
matching  of  the  resistors.  Theoretically,  it  has  a CMR  of  f.Q  dB  with 
.^%  matching  of  the  resistors  and  up  to  100  dB  of  CMR  with  iruiming  of 
the  resistors.  However,  any  gain  of  the  differential  amplifiers  reduces 
the  CMR  of  the  entire  system  by  that  amount. 

Another  highly  recommended  instrumentation  amplification  system  is 
that  of  Figure  16.  This  also  depends  on  the  matching  of  the  resistors 
for  CMR,  but  it  is  designed  such  that  the  power  supply  for  op  amps  A^ 
and  Ag  floats  with  the  common  mode  voltage,  thereby  removing  the  common 
mode  voltage  from  the  input  amplifiers.  Again,  the  overall  CMR  is 
reduced  by  any  gain  of  the  differential  amplifiers. 
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Figure  15.  Buffer  amplifier  combined  with  a differential  input, 
differential  output  amplification  system  to  form  an 
instrumentation  amplifier. 


Figure  16.  An  instrumentation  amplifier  with  the  power  supply  floating 
with  the  common  mode  voltage. 
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(b)  Testing  and  Evaluation. 

The  circuit  of  Figure  15  was  used  with  two  different  type  amplifiers, 
the  Archer  dual  741  and  the  National  Semiconductor  LM  324N.  Testing  in 
controlled  conditions  was  used  to  check  the  CMR  of  each  setup.  If  the 
CMR  is  low,  the  circuit  cannot  be  considered  for  use  in  the  measurement 
system  due  to  the  presence  of  high  common  mode  voltages.  A function 
generator  was  used  to  provide  an  identical  signal  to  the  inputs  of  both 
sides  of  the  instrumentation  amplifier.  A consolidation  of  the  results 
is  in  Table  IV. 

In  all  cases  tested,  CMR  is  partially  dependent  on  well  matched 
resistors.  All  resistors  were  matched  with  a Fluke  8100A  digital  multi- 
meter which  gives  four  place  accuracy  with  an  error  of  plus  or  minus  one 
in  the  last  place.  This  is  easily  within  the  .1%  tolerance  limit  men- 
tioned earlier  for  60  dB  CMR.  With  the  circuit  of  Figure  15,  40  dB  of 
CMR  was  lost  due  to  a gain  of  100  on  the  differential  amplifiers.  The 
systems  functioned  properly  in  all  cases  giving  a representative  DC 
voltage  reading,  but  the  CMR  is  unsatisfactory  for  the  needs  of  the 
measurement  system. 

In  addition  to  the  unsatisfactory  CMR  of  the  circuit  in  Figure  16, 
op  amp  A^  must  be  driven  by  a separate  power  supply  from  that  of  op  amps 
A-j  and  This  would  require  several  more  runs  of  cable  if  the  differ- 
ential amplifiers  were  set  at  the  pickup  point  and  the  buffer  at  the 
process  point.  The  added  cabling  makes  this  impractical;  since  there 
are  several  measurement  points  in  the  total  system. 
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TABLE  IV.  RESULTS  OF  CMR  TESTS  ON  FABRICATED  INSTRUMENTATION  A.MPLIFIER 
CIRCUITS.  ALL  MEASUREMENTS  ARE  PEAK  TO  PEAK.  INPUT  WAS  A 
SINE  WAVE  OF  3.5  HZ. 


circuit 

input 

output 

CMR  (dB) 

Archer  741 

80  mV 

15  mV 

8.6 

Figure  15 

* 

LM  324N 

40  mV 

2 mV 

26.0 

Figure  15 

with  spikes, 

24  mV 

90  mV 

3.5  mV 

with  spikes. 

28.0 

16  mV 

15.0 

.2j  V 

5 mV 

with  spikes. 

34.0 

8 mV 

29.9 

LM  324N 
Figure  16 

40  mV 

2 mV 

26.0 

90  mV 

1 mV 

with  spikes. 

39.1 

1.5  mV 

29.5 

.15  V 

2 mV 

with  spikes. 

37.5 

20  mV 

17.5 

1 V 

2 mV 

with  spikes. 

54.0 

40  mV 

28.0 

The  spikes  on  the  signal  referenced  in  Table  IV  appear  to  result 
from  distributed  capacitances  in  the  layout,  since  they  turn  to  pure 
oscillations  as  the  test  frequency  is  increased  to  the  300  to  500  Hz 
range. 
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(c)  Suitmary. 

Since  50  mV  shunts  are  being  used  at  several  measurement  points, 
and  since  the  magnetic  pickup  of  a 20  foot  section  of  tv/isted  pair 
leads  was  4 mV,  it  is  imperative  that  the  signal  be  amplified  immediately 
after  acquisition.  This  would  make  the  signal  to  noise  pickup  ratio 
greater  by  a factor  equal  to  the  amplification.  Several  recommended 
instrumentation  amplifiers  were  fabricated  which  were  capable  of 
amplifying  the  signal  to  plus  or  minus  10  volts.  However,  the  CMR  of 
the  fabricated  systems  was  incapable  of  rejecting  the  common  mode 
voltages  present.  In  addition,  the  fabricated  systems  exhibited  con- 
siderable stray  capacitances  due  to  excessive  lead  lengths  and  poor 
lead  positioning,  a result  minimized  by  commercial  miniaturization 
processes.  At  this  point  the  logical  alternative  available  to  present 
a quality  signal  to  the  multiplexer  with  an  op  amp  system  was  to  obtain 
and  test  the  conmercially  produced  instrumentation  amplifier. 

Instrumentation  Amplifiers  (Manufactured) 

The  Analog  Devices  Integrated  Circuit  Precision  Instrumentation 
Amplifier,  AD  521 J,  was  purchased  as  a typical  instrumentation  amplifier 
to  explore  the  characteristics  and  the  possibility  for  use  of  instrument- 
ation amplifiers.  The  specifications  as  listed  by  the  manufacturer 
and  the  specific  connections  made  to  the  amplifier  are  in  Appendix  V. 

A combination  of  resistors  was  used  which  resulted  in  a gain  of  approx- 
imately 100. 
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To  test  the  coimon  mode  rejection  of  the  amplifier,  a sine  wave 
from  a function  generator  was  fed  into  both  inputs  and  the  output  was 
measured.  A signal  output  of  .1  mV  was  measured  when  500  mV  was 
applied  to  the  inputs.  This  was  constant  over  a frequency  range  of 
DC  to  3000  Hz.  These  figures  indicate  a CMR  of  75  dB.  Since  the  gain 
was  100,  another  40  dB  of  CMR  must  be  added  for  a total  of  114  dB  of 
CMR. 

The  function  generator  was  used  to  feed  a signal  into  one  input 
terminal  of  the  amplifier  while  the  other  was  held  to  common.  The  out- 
put signal  was  found  to  be  quite  clean  and  of  the  correct  amplitude 
over  a wide  range  of  frequencies  and  amplitudes  (within  the  capabilities 
listed  on  the  specification  sheet). 

Input  Protection  for  Amplifiers 

Most  manufactured  amplifiers  have  provisions  for  input  protection 
for  coninon  mode  or  differential  voltages  (depending  on  which  mode  of 
amplification  is  used)  equal  to  or  less  than  the  power  supply  voltage. 
However,  voltage  signals  in  excess  of  the  power  supply  voltage  will 
damage  the  amplifier.  Consequently,  protection  against  such  voltages 
must  be  provided. 

The  voltages  in  the  AC  generation  system  are  extremely  high  com- 
pared to  the  voltage  that  will  be  tolerated  by  any  amplifier.  Voltage 
spikes  in  excess  of  50  V in  the  DC  circuit  have  been  observed.  Even 
though  this  particular  voltage  has  been  observed  and  reduced,  with  the 
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high  voltages  and  coupling  capacitances  present,  the  likelihood  of  other 

stray  voltage  spikes  of  equal  or  greater  magnitude  is  strong.  A 

protective  circuit  such  as  that  shown  in  Figure  17  should  be  utilized  on 

all  active  devices  where  there  is  any  possibility  of  accidental  or 

momentary  excessive  voltages.  Since  the  input  impedance  of  most 

8 10 

instrumentation  amplifiers  is  10  to  10  n,  the  added  resistance  will 
not  affect  the  accuracy  of  the  system.  If  excessive  common  mode 
voltages  do  occur,  the  system  will  not  function  accurately  during  the 
excessive  voltages.  However,  if  the  protection  is  not  provided,  rather 
than  data  being  momentarily  inaccurate,  the  device  will  be  destroyed. 


Figure  17.  Circuit  to  protect  instrumentation  amplifiers  from  excessive 
coimton  mode  voltages. 
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THE  INSTRUMENTATION  SYSTEM 

Measurement  of  AC  Generator  Field  Current  and  AC  Field  Terminal  Voltage 

A 50  mV,  10  amp  shunt  was  installed  in  the  AC  generator  field 
circuit  to  provide  a voltage  signal  for  measurement  (see  Figure  4). 
Measurements  taken  from  the  shunt  showed  a common  mode  voltage  of 
13  V p-p  at  60  Hz  and  a 10  V p-p  tooth  ripple.  When  the  270  K 
resistor  in  parallel  with  the  .24  uF  capacitor  was  placed  from  A 
(Figure  4)  to  experimental  ground,  the  common  mode  60  Hz  signal  dropped 
to  2 V p-p  while  the  tooth  ripple  dropped  to  1 V p-p.  Measurements  of 
the  voltage  signal  at  the  shunt  output  terminals  showed  there  was  20  mV 
p-p  of  noise  on  a DC  signal  of  50  mV.  Noise  of  a higher  amplitude 
(about  30  mV  p-p)  cycles  through  the  signal  with  the  same  frequencies 
as  those  noted  from  the  investigation  of  the  inherent  exciter  frequencies. 
The  noise  decreases  slightly  as  the  AC  generator  field  current  is 
decreased,  but  definitely  not  linearly  with  the  signal  level. 

To  determine  if  the  noise  voltages  were  common  mode  voltages,  the 
oscilloscope  was  used  in  the  differential  mode  which  means  that  common 
mode  voltages  are  removed  from  the  displayed  signal.  The  only  noise 
voltage  which  remained  was  the  noise  picked  up  and/or  generated  by  the 
oscilloscope  and  the  probes.  The  DC  signal  was  displayed  clearly.  This 
Indicated  that  the  noise  on  the  signal  was  common  to  both  output 
terminals  of  the  shunt. 

The  foregoing  measurements  indicate  that  the  DC  current  measure- 
ment circuit  will  require  an  amplifier  in  the  differential  mode  as 
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depicted  in  Figure  2c.  An  AD  521J  instrumentation  amplifier  was 
placed  in  the  circuit  as  shown  in  Figure  18.  A Datel  filter  was  added 
with  a cutoff  frequency  of  30  Hz.  The  resulting  signal  output  from  the 
filter  was  within  the  .1%  error  limitations  desired.  It  should  be 
noted  that  this  system  was  left  floating  and  was  not  tied  to  experi- 
mental ground. 


AC  Field  Current 


Figure  18.  AC  field  current  measurement  circuit  using  AD  521J 
instrumentation  amplifier. 

The  need  for  input  protection  for  the  amplifiers  was  reinforced 
when  after  some  testing,  the  AD  521 J was  suddenly  rendered  inoperable 
There  is  no  way  the  exact  cause  can  be  determined,  but  as  discussed 
earlier,  it  is  possible  that  a large  stray  voltage  spike  appeared  in 
the  circuit.  Without  the  protection  suggested  in  Figure  17,  the 
amplifier  was  destroyed. 
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Terminals  were  added  across  the  switch  connecting  the  AC  generator 
field  and  the  exciter.  The  signal  from  the  exciter  has  several  com- 
ponent frequencies  present  as  noted  in  a previous  section.  A voltage 
divider  was  developed  for  use  to  divide  the  voltage  down  to  the  allow- 
able tlO  V.  The  divider  was  set  up  for  150  V maximum  across  the  ter- 
minals. The  divider  values  were  47.42  KSl  and  3.383  or  a ratio  of 
14:1. 

The  divider  was  connected  directly  to  a Datel  filter  and  the  out- 
put was  observed.  With  the  exciter  voltage  and  current  at  120  V and 
40  amps  (maximum  rated),  the  filter  output  indicated  a correct  DC 
voltage  of  8 V,  but  fluctuated  +7  mV.  The  fluctuations  appeared  to  be 
of  the  same  frequencies  as  those  found  in  the  investigation  of  the 
inherent  exciter  frequencies.  Even  with  the  17  mV  fluctuations,  the 
8 V reading  (resulting  from  120  V on  the  exciter)  has  an  error  of 
less  than  .1%. 

However,  since  an  amplifier  in  the  differential  mode  is  required 
for  the  current  measurement  circuit,  an  amplifier  in  the  differential 
mode  will  also  be  required  at  the  voltage  divider  to  eliminate  ground 
loop  current  problems  and  to  avoid  upsetting  the  voltage  divider  ratio. 
The  recommended  circuit  is  shown  in  Figure  2c. 

Measurement  of  AC  Voltage  and  Current 

Extensive  modification  at  the  AC  generator  will  be  required  before 
observation  and  examination  of  the  AC  signal  can  be  accomplished. 

There  is  no  convenient  point  where  the  transformers  car  be  connected 
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into  the  system.  The  modification  was  postponed  until  a complete 
proposed  system  is  accepted.  The  machines  will  Oe  adapted  at  that  time. 

However,  from  environmental  studies  conducted  and  from  previous 
discussions,  the  system  shown  in  Figure  19  is  recomnended.  Utilizing 
separate  common  lines  for  the  potential  transformers  allows  a twisted 
pair  to  be  run  for  all  signals.  This  will  reduce  loop  pickup  on  the 
voltage  signals.  Placing  the  voltage  divider  of  the  AC  voltage  circuit 
at  the  computer  will  divide  the  noise  voltage  as  well  as  the  signal  volt- 
age. Utilizing  a "star  tree"  or  "radial"  type  ground  connection  will 
minimize  the  signal  interactions  on  the  common  line.  "Radial"  or  "star 
tree"  distribution  or  connection  implies  that  each  signal  has  its  own 
line  and  does  not  share  a line  or  any  portion  of  a line  with  another  sig- 
nal. This  system  is  accomplished  if  all  lines  which  must  be  connected 
together  are  all  connected  at  a mutual  point.  This  distribution  rule 
should  be  observed  whenever  possible,  whether  power  lines,  signal  lines, 
or  ground  lines  are  being  considered. 

Amplifiers  in  the  differential  mode  are  shown  connected  to  the 
current  shunts.  The  noisy  environment  and  unbalance  caused  from  lead 
dress,  as  noted  for  the  DC  current  measurement,  will  not  permit  accurate 
representation  of  the  current  with  single-ended  amplifiers.  Also,  as 
already  mentioned,  single-ended,  integrated  circuit  amplifiers  are  not 
readily  available. 

Filters  are  shown  at  the  computer  locations.  Again,  due  to  the 
noisy  environment,  they  will  be  required  to  filter  out  those  noise  volt- 
ages which  have  a higher  frequency  that  that  of  interest  (approximately 
120  Hz). 


MG  Set  Location  Computer  Location 


Figure  19.  Recommended  measurement  circuit  for  the  AC  signals. 
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SYSTEM  COMPONENT  SPECIFICATIONS 

Genera  I 

A general  rule  applied  in  writing  specifications  is  to  require 
each  tolerance  to  be  restricted  by  a factor  of  10,  where  possible,  over 
the  total  tolerance  or  error  desired.  In  most  instances,  this  will  be 
sufficient  to  meet  the  desired  overall  criteria  when  the  individual 
error  terms  are  summed. 

Power  Supplies 

Two  options  for  selecting  power  supplies  are  available.  Either 

* : 

one  large  power  supply  can  be  chosen,  which  will  require  leads  to 
every  component  requiring  power,  or  several  smaller  supplies  can  be 
chosen  to  provide  power  for  each  subsection.  Of  course,  any  combination 
between  the  two  extremes  is  also  possible.  Due  to  the  distances  be- 
tween pickup  points,  and  between  pickup  points  and  the  computer, 
several  smaller  supplies  are  desired,  which  could  be  located  where 
required.  The  use  of  several  smaller  supplies  also  eliminates  the 
possibility  of  signal  interactions  and  power  supply  disturbances  unless 
the  signals  are  already  connected  on  a common  bus.  In  the  latter  case, 
if  practicable,  a single  supply  could  provide  power  for  all  components 
on  the  bus  line.  Again,  however,  the  "star  tree"  distribution  should 
be  maintained  as  nearly  pure  as  possible. 

These  considerations  imply  that  power  supplies  as  listed  in 
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Table  V are  desired.  The  rating  of  each  supply  is  dependent  on  the 
amplifiers  and  the  filters  chosen  for  the  circuit. 

TABLE  V.  LISTING  OF  POWER  SUPPLIES  DESIRED  AND  UTILIZATION  OF  EACH. 


Total 

Individual  Utilization 

1 

for  the  three  filters  of  the  AC  voltage  signals 
(the  cormions  are  already  connected  in  these 
voltage  signals). 

3 

one  for  each  AC  current  signal  to  provide  power 
for  the  amplifier  and  filter  of  each  circuit. 

1 

for  the  DC  current  signal  amplifier  and  its 
filter. 

1 

for  the  DC  voltage  signal  amplifier  and  its 
filter. 

Ampl ifiers 

Since  a ±15  mV  noise  signal  was  noted  on  the  50  mV  current  shunt 
signal  and  since  an  error  of  .1%  is  desired  (.01%  with  the  specifica- 
tion guideline)  the  noise  must  be  reduced  to  .05  mV  (.005  mV).  Using 
.005  mV  as  the  most  restrictive  tolerance  requires  that  the  coitmon 
mode  rejection  (CMR)  of  the  amplifier  be  69.5  dB  at  a gain  of  one  for 
the  amplifier.  Since  a gain  of  200  is  required  using  the  50  mV  current 
shunt,  46  dB  of  CMR  must  be  added  which  makes  the  total  CMR  required 
equal  to  115  dB. 

Another  important  specification  for  this  application  of  the 
amplifier  is  the  slew  rate  (the  rate  at  which  the  amplifier  will  respond 
from  0 to  full  scale  rating).  Since  step-like  changes  will  be  applied 
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to  the  AC  system,  the  slew  rate  required  of  the  amplifiers  could  be 
quite  fast.  However,  observation  of  data  from  similar  disturbances 
indicates  that  a slew  rate  of  10  mV/usec  will  be  required  for  the  AC 
voltage  an'^  2 mV/usec  for  the  DC  voltage.  These  slew  rates  are 
easily  obtainable  according  to  the  specification  tables  of  several 
instrumentation  amplifiers.  The  slew  rates  required  for  the  currents 
of  both  systems  will  be  less  than  the  voltages.  Since  the  voltage 
slew  rates  are  easily  obtainable,  they  should  be  applied  to  the 
currents  also. 

Two  additional  specifications  which  are  important  are  linearity 
and  internal  noise.  Linearity  will  be  important  as  the  resulting  sig- 
nals from  the  disturbances  may  have  a considerable  range.  Internal 
noise  is  important  since  it  is  added  to  the  output  signal.  Each, 
individually,  should  not  exceed  the  .01%  tolerance  limit. 

Temperature  variations  should  not  be  critical  as  the  temperature 
is  controllable  and  normally  would  not  vary  more  than  10°  F without 
control.  However,  the  temperature  variation  must  also  remain  within 
the  .01%  tolerance  limit. 

Filters 

Two  of  the  main  low  pass  filter  types  are  the  Butterworth  and  the 
Bessel  Filter.  The  Butterworth  is  more  accurate  if  f , the  cutoff 

V 

frequency,  is  close  to  the  frequency  of  interest.  The  response  curve 

remains  linear  much  closer  to  f than  with  the  Bessel  filter.  If  a 

c 

step  response  is  anticipated  and  accurate  data  of  that  response  is 
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required,  then  the  Bessel  filter  should  be  used.  The  Butterworth 
filter  has  an  overshoot  response  to  the  step  input  while  the  Bessel 
does  not  overshoot  and  retains  an  almost  equivalent  slew  rate.  Both 
type  filters  produce  a considerable  phase  shift  which  generally  increases 
as  the  number  of  poles  increases.  Also,  the  phase  shift  of  the  Butter- 
worth  filter  is  greater  than  the  phase  shift  of  the  Bessel  filter. 

The  signal  of  interest  will  determine  which  filter  should  be  utilized. 

A required  feature  for  all  filters  in  this  instrumentation  system 
is  that  they  have  a variable  cutoff.  This  cutoff  should  range  from 
DC  to  500  Hz  (about  10  times  the  highest  frequency  of  interest). 

The  filters  for  the  DC  circuit  should  have  steep  cutoff  slopes 
(4  pole  minimum)  as  the  signals  of  interest  are  close  to  several  fre- 
quencies inherent  in  the  machines.  This  factor  also  indicates  that  the 
Butterworth  filter  should  be  used  to  obtain  a more  accurate  signal 
output. 

Since  step-like  disturbances  are  to  be  applied  to  the  AC  portion 
of  the  circuit,  a step-like  response  could  be  anticipated.  The  Bessel 
filters  should  be  utilized  in  the  AC  portion  of  the  circuit  since 
they  have  a superior  step  input  response  curve. 

The  specifications  for  all  filters  should  meet  the  .01%  error 
tolerance  individually  in  order  to  keep  the  total  error  budget  for  the 
system  within  the  .1%  desired. 
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CONCLUSION 

The  analysis  of  the  environment,  the  major  equipment,  and  several 
measurement  circuits  has  provided  criteria  for  the  instrumentation  of 
a measurement  system  for  the  AC  generator.  The  criteria  provide  guide- 
lines for  the  selection  of  equipment  to  be  utilised  in  tite  measurement 
system  and  for  the  placement  and  connection  of  that  equipment. 

The  environment  definitely  can  be  categorized  as  noisy,  composed 
of  relatively  high  electric  and  magnetic  noise  levels  which  will  hinder 
the  acquisition  of  accurate  sampled  signals.  A considerable  amount  of 
power  lead  coupling  capacitance  and  machine  leakage  resistance  causes 
numerous  and  sometimes  unexpected  problems  such  as  unbalanced  voltages 
and  voltage  spikes  when  switches  are  closed.  As  a result,  over-voltage 
protection  must  be  provided  for  any  element  which  has  an  integrated 
circuit  and  which  interfaces  directly  with  the  machine  circuits.  The 
amount  of  magnetic  noise  pickup  will  require  that  twisted  pair  leads  be 
run  where  possible.  In  addition,  all  low  level  (mV)  signals  will  have 
to  be  amplified  as  soon  as  they  are  acquired  to  minimize  the  effect  of 
the  magnetic  pickup  on  the  signal  voltage.  All  voltage  divider  net- 
works should  be  placed  at  the  termination  of  the  transmission  of  any 
high  level  voltage  signal  to  improve  the  signal  to  noise  ratio. 

Since  truly  single-ended  amplification  systems  are  not  readily 
available,  several  instrumentation  amplifiers  will  be  required.  The 
unsuccessful  attempt  to  fabricate  these  amplifiers  with  an  adequate 
CMR  implies  that  amplifiers  will  have  to  be  purchased.  Specifications 
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for  the  instrumentation  amplifiers  have  been  discussed. 

The  high  level  of  noise  picked  up  and  also  generated  by  the 
exciter  indicates  that  variable  cutoff  filters  are  desirable  for  all 
signal  circuits  and  should  be  placed  in  the  circuit  inmediately  prior 
to  the  computer  terminal.  The  filters  in  the  DC  portion  of  the  system 
will  need  to  be  multiple  pole  (4  pole  minimum)  Butterworth  filters 
while  those  in  the  AC  portion  should  be  Bessel  filters. 

Multiple  power  supplies  are  recommended  to  reduce  the  possible 
ground  loop  signal  interactions.  In  addition,  convenience  of  connection 
will  be  achieved  and  numerous  additional  lengths  of  lead  cable  will  be 
eliminated. 

All  of  the  purchased  component  (amplifiers,  filters,  etc.) 
specifications  should  individually  remain  within  the  .01%  error 
criterion.  The  noise  levels  present  will  make  the  error  budget  critical. 
It  may  not  be  physically  possible  to  find  components  which  will  keep 
the  total  error  budget  within  the  .1%  desired.  This  will  depend  on  the 
economic  constraints  imposed  for  the  development  and  construction  of 
the  measurement  system. 

Before  the  project  can  be  continued,  considerable  modification  of 
the  AC  distribution  system  of  the  AC  generator  will  be  required  to 
accept  the  instrumentation  transformers  and  the  test  leads. 
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APPENDIX  I 
Definitions 


1 .  Experimental  ground 


A7 


2.  Comnon  of  the  immediate  circuit 


3.  Micro  u 
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APPENDIX  II 

FILTER  CONNECTIONS  AND  SPECIFICATIONS 
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TYPICAL  RESPONSE  CHARACTERISTICS  - NORMALIZED  FREQUENCY 
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Formula  for  cutoff  frequency 


where  f^  (Max) 
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APPENDIX  III 

INSTALLED  EQUIPMENT  LAYOLT  AND  CABLE  LAYOUT  FOR  MAGNETIC 
PICKUP  MEASUREMENT 
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APPENDIX  IV 

INVESTIGATION  OF  INHERENT  FREQUENCIES  OF  THE  AC  GENERATION  SYSTEM 

Trial  1.  Exciter:  V = 130  volts,  ( - 39  amps 
Measured  at  input  to  filter. 


Frequency  (Hz) 

% of  full  scale 

945 

100 

119 

40 

Note:  119  Hz  was  now 

set  as  the  100%  reading 

29.5 

7 

59 

8 

88 

5 

119 

100 

185 

5 

235 

8 

350 

8 

470 

5 

595 

4 

Trial  2.  ' Exciter:  V = 65  volts,  I = 21  amps 
Measured  at  input  to  filter 
Conment:  as  V decreases,  tooth  ripple  decreases 


Frequency  (Hz) 

% of  full  scale 

31 

28 

62 

10 

92 

4 

122 

100 

186 

5 

210 

0.5 

242 

4 

310 

0.5 

360 

10 

490 

1 

610 

3 

720 

5 

965 

98 
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Trial  3.  Exciter:  V = 130  volts,  ( = 20  amps 
Measured  at  input  to  filter 

Comment:  tooth  ripple  back  to  its  original  value 


Frequency  (Hz) 

% of  full  scale 

121 

19 

955 

100 

Note:  121  Hz  was  now 

set  as  the  100%  reading 

30.5 

14 

62 

13  (t3,  fluctuates) 

90 

3 

121 

100 

185 

5 

241 

18 

360 

12 

482 

9 

Trial  4.  All  machines  off  and  the  switch  closed 
Measured  at  input  to  filter 


Frequency  (Hz) 


% of  full  scale 


62 

185 

310 


100 

24 

6 


57 


APPENDIX  V 


INSTRUMENTATION  AMPLIFIER  SPECIFICATIONS  (AD  52IJ) 


{typical  @ Vs  = ±15V,  Rl  = 2kfland  Ta  = 25°C  unless  otherwise  specified) 


MODEL 

CAIN 

Range  (For  Specified  Operation.  Note  1.) 

Equation 

Error  from  Equation 
Nonlinearity  (Note  2) 

1<C<1000 

Gain  Temperature  Coefficient 
OUTPUT  CHARACTERISTICS 
Rated  Output 

Output  at  Maximum  Operating  Temperature 
Impedance 

DYNAMIC  RESPONSE  " 

Small  Signal  Bandwidth  (t3dB) 

G-1 

c*io 
c»  too 

G-  1000 

Small  Signal,  tl  .0%  Flatness 
G-l 
G«  10 
G-  100 
G«  1000 

Full  Peak  Response  (Note  )) 

Slew  Rate,  i<C<1000 

Settling  Time  lany  lOV  step  to  within  lOinV  of  Final  Value) 
G-l 
G-  10 
G-  100 
G-  1000 

Differential  Overload  Recovery  (±30V  Input  to  within 
lOmV  of  Final  Value)  (Note  4) 

G-  1000 

Common  Mode  Step  Recovery  (30V  Input  to  within 
lOmV  of  Final  Value)  (Note  5) 

G»  1000 

VOLTAGE  OFFSET  (may  be  nulled) 

Input  Offset  Voltage  (V^,^) 
vs.  Temperature 
vs.  Supply 

Output  Offset  Voltage  (Vp^j) 
vs.  Temperature 
vs.  Supply  (Note  6) 

INPUT  CURRENTS 

Input  Bias  Current  (either  input) 
vs.  Temperature 
vs.  Supply 
Input  Offset  Current 
vs.  Temperature 
INPUT 

Differential  Input  Impedance  (Note  7) 

Common  .Mode  Input  Impedance  (Note  8) 

Input  Voltage  Range  for  Specified  Performance 
Maximum  Voltage  without  Damage  tc  Unit,  Power  ON 
or  OFF  Differential  .Mode  (Note  9> 

Voltage  at  either  input  (Note  10) 

Comm'.m  Mode  Rejection  Ratio.  IXI  to  60Hz  with  Ikfl 
source  iinbaitnce 
G • I 
G*  10 
C • 1000 
(.  - 1000 


ADS21J 

1 to  1000 
C • Rs/RcV/V 
(10.2S-0.004G)% 

0.1%  max 

t(J  ±0.0SC>pp:«/'’c 

llOV,  llOmA  nin 
tI0V9  5mA  min 

o.m 


>2MHx 

JOOkHz 

200kHz 

40kHz 

75kHz 

26kHz 

24kHz 

6klU 

lOOkllz 

lOV/Rsec 

Itnec 

Sfocc 

lO^sec 

ISiisec 


SOfisec 


IOrscc 

3mV  max  (2mV  typ) 

I 5mV/*C  max  (7*iV/®C  typ) 
3mV/% 

400mV  max  (ZOOmV  typ) 
400mV/’C  max  (IS0#/VrC  fyp) 
C.005Voso/^ 

80nA  max 
InA/'Cmax 
2%/v 
20nA  max 
250pA/"Cmax 

3 X 10*ni|l  8pF 
4x  I0'®nii3.0pF 
Z!0V 

JOV 

Vs  115V 


7011’  min  (■♦JO  typ) 
90dl  hvn '‘■■‘df*  r\  j > 
HKiu”,  r r- 

loo.ti  u'- • t lOiin  ’x.' 


60 


APPENDIX  VI 

TRANSFORMER  CONNECTIONS  FOR  CAPACITANCE  MEASUREMENT 


